[Clinical trials of TAE using micro-coil coated with n-butyl 2-cyanoacrylate and lipiodol].
Clinical trials of TAE using microcoils (Target, USA) coated with n-butyl 2-cyanoacrylate and lipiodol were performed. The procedures were as follows. First, a small amount of lipiodol was injected into a Tracker 18 catheter. Secondly, a microcoil coated with n-butyl 2-cyanoacrylate and lipiodol was inserted into the microcatheter. Thirdly, a small amount of lipiodol was again administered into the catheter just behind the coil. Finally, the coil was pushed safely out from the catheter with a special guidewire. With this method, excellent occlusion of small arteries was obtained. There were no complications.